Preliminary results from small-pixel CdZnTe arrays
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ABSTRACT

We have evaluated 2 smaltpixel (0.65 mm) Cadmium-Zinc-Telluride arrays with thickness of 1 and 2 mm that were
fabricated for MSFC by Metorex and Baltic Science Institute (Riga, Latvia). Each array e@timizd for temperature and
collection bias and was then exposed to CadmitffhAm?** and Fe”* laboratory isotopes to measure the energy resolution
for each pixel. The arrays were then scanned with a firgjlimated Xray beam, of width 100 micronptexamine pixel to
pixel and interpixel charge collection efficiency. Preliminary results from the array tests are presented.
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1. BACKGROUND

CadmiumZzinc-Telluride (CdZnTe) detectors are particullgrattractive for high-energy applications due to their low band
gap (1.5 eV) and high Z (48,52). Their high bulk resistivity (~ 10 ** ohm-cm), and good mobility-lifetime product has
rendered them the leading detector material under development for roonpterature gamma ray astronomy between 5 to
500 keV.

Of particular interest here, is the use of CdZnTe as a future focal plane detector for a ballbbome hardx-ray-astronomy
telescope under construction at MSEChe hardx-ray region is particularly iteresting, as it is a transition region in which
source mechanisms change from thermal to nethermal processes such as synchrotron radiation and inverse Compton
scattering. This region is, however, relatively unexplored. At lower energies, focusing tetgses have revolutionized the
field delivering sensitivities 5 orders of magnitude greater than nefiocusing instruments of the same collecting area. At
higher energies the eveamaller xray reflection angles lead to very tiny effective areas and to datehardx-ray telescope
has been flown. Our approach to developing such a telescope is to nest arrays ofsteajflowgraze angle, iridiunrcoated
mirrors to build up useful collecting areas for grodmetaking observations up to 75 keV.

For these telescopg CdZnTe is a promising focal plane detector material. Its high density and effective atomic number
ensure that high efficiencies can be obtained with thin (~ mm) detectors and that, as the absorption products are well
contained, the material can provid@od spatial resolution. To examine how well this works in practice, we commissioned a
series of small pixellated arrays with the intention of examining such effects as pixel to pixel gain, energy resolution and
efficiency variations, and intesixel charge collection. The following sections contain some preliminary results from our
study of two of the arrays.



2. DETECTORS

Table-1 and Figure 1, below, show the main features of the tested detectors.

Table 1: Detector Characteristics

Detector D1 (1 mm) D2(2 mm)
Detector Material CdznTe | CdznTe
Crystal Dimension (mm) 5x5 5x5
Thickness (mm) 1 2
Pixel dimension (mm) .65x.65 @ .65x0.65
No of pixels 16 16
Distance between pixels mm 0.1 0.1
Operating temperature -22Deg C -22Deg C
Operating Voltage -400 -900
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Figure 1: Layout of the pixels of the CdZnTe arrays. Each array is a matrix of 4x4 pixels,
each of area 0.65x0.65 ninBetween each pixel is a Grbm gap.

The detectors were each delivered in the form of compact units that contain theifigliow

* A small sealed vacuum chamber with thermoelectric cooler housing the -pixel CdZnTe crystal. The cooler is

capable of cooling down te40 deg C.

®* The electronics for temperature control, 16eooled preamplifiers and network for high voltage filteyin

® Anion pump, attached to the vacuum chamber.

* A beryllium window positioned above the cathode side of each array-fay dlumination.

In addition, a common, stanellone, unit provided power to the preamplifiers, higkvoltage to the ion pump, bias tothe

detector array and control for the cooler.

The crystal preparation involved traditional technologies. The pad contacts were made with a lififf photolithographic
process, with gold deposition through the lifted window and then gold contact wirepuise bonded to the pads.



3. EVALUATION

We have measured various detector parameters for each pixel including energy resolution, phofoeak efficiency and
response uniformity along the surface using lab isotopes of° &9 keV), Am**(59.9 keV), Cd'*® (22 & 88 keV) and an
X-ray machine equipped with a copper target emittingrXys at 8 keV. With the Xray head mounted on an-X table, we
used an ultrafine beam (~100 microns) to probe variations across pixels and arpieteffects.

Our initial evaluation concentrated on the following:

® A study of detector noise as a function of bias voltage and operating temperature

®* A study of the effect of operating voltage and operating temperature on the detector resolution and the charge
collection efftiency by using ratio of photo peak to continuum.

®* A study of the stability of the detector when operated continuously for about 24 hours.
®*  Astudy of the energy resolution, output, and uniformity of each pixel of the detector array
®* A study of the behaviounf the detectors when illuminated in the infekel gap.

4, RESULTS (1:-MM -THI CK DETECTOR)

4.1 Study of Noisevs. Temperature

This study was carried out by operating the detector at the recommended bias voltd§é (olts) and then decreasing the
tenrperature from room temperature (+2%& at MSFC in June) to the recommendee?2 °C. The noise was observed on a
MCA., and showed a fairly large decrease beween +25 and £C5 and then a small continuous reduction after that. This
noise variation is showim Figure 2.
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Figure 2: Shows the variation of noise measured by PHA as the operating temperature is lowered. The largest change takes place when
temperature is lowered from room temperature (+25) to*@5



4.2 Study of Operating Voltage and OperatingTemperature

We have studied the effect of bias voltage and temperature on the performance of the detector. We have found that the
operating temperature has no significant effect on the resolution or ratio of the photegmaks to continuurtounts at60

keV. Therefore, the detectors could be operated at room temperature without loss of their good characteristics. This is shown
graphically in figure 3. We did observe a strong effect of pulse shaping on these parameters as seen in Figure 4, where a
different time constant was used resulting in poorer overall resolution, but slightly higher photopeak to continuum value.

Variation of Resolution and Photopeak with Temperature
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Figure 3:The variation of resolution and photopeak efficiency with operating temperature at 60 keV. No significant variations are
evident.
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Figure 4: The variation of resolution and photopeak efficiency with operating voltage. No significant improvement is seen above 200V.



Figure 4 shows the affect of variation of bias voltage on the resolution and the ratio of the photo countitmemcounts
at 60 keV. It is noticed from the figure that the operating voltage has no significant effect on the resolution or the ratio of the
photopeak counts to continuum counts above 200 volts.

4.3 Time Variations

Table 2 below shows the recordf measurements spread over 8 hours. Output from each pixel was measured using a Pulse
Height Analyzer (PHA) and F& radioactive source. It is clear from the table that none of the pixels showedsagificant
gain variationover this period.

Table-2: Puse height of the PHA peak when pixels were irradiated by fekeV)

Time 8:15hrs | 9:15hrs 10:15hrs: 11:15hrs 1 12:15hrs 13:15hrs: 14:15hrs | 15:15hrs | 16:15 hrs
Pixel1 61 62 62 62 62 62 62 62 62
Pixel2 63 62 63 62 63 63 62 63 63
Pixel-3 63 65 64 63 63 64 65 63 63
Pixel-4 61 61 61 61 62 61 62 61 61
Pixel-5 64 63 64 65 64 64 64 64 63
Pixel-6 62 62 62 63 62 62 63 63 63
Pixel-7 63 64 63 64 64 64 64 65 63
Pixel-8 63 63 64 63 64 63 63 63 63
Pixel9 58 58 57 59 58 58 58 58 58

Pixel10: 62 62 62 62 62 63 63 63 63
Pixel11 61 60 61 61 62 60 62 61 61
Pixel12 61 62 62 62 62 62 61 62 62
Pixel13 60 61 61 61 61 60 61 61 61
Pixel14 61 61 62 62 62 62 61 62 62
Pixel15 58 58 58 57 57 59 58 58 59
Pixel-16 62 62 62 63 63 62 62 62 62

We have alsinvestigated possible lownergy(5.9 keV)efficiency variations over a 2Hour period.These data are shown
below in Figure 5. It$ evident from this figure that the arraygsite stable over this timescale.
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Figure 5: Phobpeak counts versus time at %k8V.



4.4 Study of Resolution of Each Pixel (detector 21 mm)

The resolution of each pixel is shown in Figure 6, below, at energies of 6, 22 and 60 keV with optimum pulse shaping. It can
be seen that except for pixel 3 that has a larger amountisénthe majority of the pixels show a uniform behaviour. Figure

7 shows the ratio of the photopeak to continuum at these three energies, where a similar pixel to pixel uniformity is evident.
It is interesting to note that these ratios are the same ab@®@ keV.
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Figure 6:Monitoring the resolution of each pixel of therim detector reveals a uniform behavior except for (noisy) pixel 3.
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Figure 7: Theratio of photopeak to continuum for each pixel at three energies.
4.5 Scans Across the Pixel Staces and Inter-Pixel Gaps

We have performed detailed studies of the uniformity of the pixels through comparison of the constructed size with observed
(active) size and recovery of the signal from photons that are incident in the gap between two pixelBhese aspects are
discussed separately in the next paragraphs. To facilitate this study we selected a middle row that was surrounded by pixels
on all sides. Then we moved the-bay beam from one end of a pixel (9) to the other end of third pixel (14) th#icated at

the edge of the detector. In between these two pixels, pixel 12 was situated.

Figures 8 and 9 show the total counts, continuum counts and photopeak counts that were recorded using a PHA. It is evident
that the active size of the pixel matche with that specified by the manufacturer and that within the pixel the response is
uniform. The counts in the continuum rise at both ends for pixel 9. This rise is due to charge sharing between pixel 9 and its
near neighbor which places counts formerlyhie photopeak to counts in to the continuum.
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Figure 8:Counts from pixel 9 when beam moves from pixel 12 to 9. One can notice that the continuum (that includes low amplitude
pulses) shows a rise in counts at both ends. This rise is due to eventd blgareighboring pixels.
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Figure 9: Countsfrom pixel 14 when the beam moves from pixel 12 to 14 and ends outside the edge of the detector.

4.5.1. Recovery of photons interacting with the gap

When the total counts from all the pixels, counted indepetigd then summed, are plotted as a function of beam position the
count rate profile shown in figure 10 is generated. This graph shows the summed counts from the three pixels that were
scanned. The increase in the total at ~ 29.1 mm and 28.3 mm is duedalide counting of events that are shared between
pixels.

To investigate if any counts are lost between pixels, we have summed the (simultaneous) output of adjacent pixels and
performed a findbeam xray scan. These results are shown in Figure 11. It islemt that the charge falling between pixels
can be fully recovered by summing the signals from the sharing pixels.
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Figure 10: Summed (independent) counts from the three pixels that were scanned. The two peaks indicate where charge is shared and the
everts are double counted.
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Figure 11: Combined output from adjacent pixels shows that no information is lost between pixels at 8 keV.
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Figure 12: Summed and individual spectra on two adjacent pixels (12 & 14) as-thg keam is scanned across thieeipixel gap.

The sequence of spectra in Figure 12 show the individual and summed spectra on two adjacent pixels-bsdahedkeV
source is scanned across the utiel gap from the edge of pixel 14 (top) to the edge of adjacent pixel 12 (bofbmn).
charge sharing region is approximately equal to the gap width (100 micron) and full reconstruction is possible though

summation.
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5. RESULTS (2MM -THICK DETECTOR)

A similar set of studies is being carried out with the-enmtthick arrays, but are yeto be completed. Figure 13 shows the
variation of resolution and ratio of photopeak to continuum. It is evident that the detector could be operated with a bias just
above 600 volts without significant change of the performance characteristics. The mearstuoénesolution of each pixel

of 2mm array is presented in figure 14. Our tests indicated that several pixels hadif@om response within the pixel area
when scanned, and did not appear to show sizes consistent with their fabricated dimensiong sMer@mtly investigating

these effects. Finally, Figure 15 shows the variation of photopeak efficiency at two energies for each of the pixels-of the 2
mm thick array. These data are also still under analysis.
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Figure 13: Variation of resolution and photpeak to continuum ratio with operating voltage at 60 keV.
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Figure 14: Resolution of each pixel of the-&ym detector array at 6, 22 and 60 keV.
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Figure 15: Continuumto photopeakatio for each pixel of the 2nm thick array at 22 and 60 keV

Our preliminary study shows that:

6. CONCLUSIONS

® The Imm detector array showed good energy response and uniformity and had good stability over 24 hour periods.

®*  The full charge of the photons incident between the gaps of the pixels is recoverable withoss.any

® Signal sharing between pixels is limited to those events in thepixirgaps only (after removing finite beam

size.)

®*  The 2mmtthick detector also exhibited good energy resolution, but needs further investigation regarding uniformity
of responsevithin each pixel.
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